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ABSTRACT
An optical two-beam trap composed from two counter propagating laser beams is an interesting setup due to the
ability of the system to trap, hold, and stretch soft biological objects like vesicles or single cells. Because of this
functionality, the system was also named the optical stretcher by Jochen Guck, Josep Ka¨s and co-workers almost
20 years ago (J. Guck et al, Biophys. J. 81, 767 (2001)). In a favorable setup, the two opposing laser beams
meet with equal intensities in the middle of a fluidic channel in which cells may flow past, be trapped, stretched,
and allowed to move on, giving the promise of a high throughput device. Yet, single beam optical traps, aka
optical tweezers, by far outnumber the existing optical stretchers in research labs throughout the world. The
ability to easily construct an optical stretcher setup in a low-cost material would possibly imply more frequent
use of the optical stretching technique. Here, we discuss advantages and disadvantages of choice of material
and methodology for chip assembly and chip production. For high throughput investigations of stretching
deformation of single cells, optical stretching is, however, out-performed by hydrodynamic deformability assays.
As we will discuss, injection molded polymer chips may with advantage be applied both for optical stretching
and for hydrodynamic deformability experiments.
Keywords: Optical and hydrodynamic stretching, polymer microfluidic chips, single cell biophysics, red blood
cells
1. INTRODUCTION
The desire to determine mechanical characteristics of single cells is driven by indications that certain pathologies
are related to a difference in elasticity of cells from a healthy person versus those originating from a patient, see
e.g. Ref. 1. Optical trapping technology has contributed both in terms of assays with two single-beam optical
traps manipulating handles attached to the surface of a single red blood cell,2 or the boundaries of a single red
blood cell,3,4 or more readily combined with microfluidic delivery in the so-called optical stretcher.5 Various
successful results using such devices for mechanical studies of single cells of different origin have been reported
in the literature.6–10
The interest in mechanical investigations of single cells or monolayers of cells have resulted in development
of several techniques whose complementary was recently discussed in Ref. 11. Both due to their potential
use as diagnostic markers, and their abundance and availability, single cells from blood have received particular
interest,12–16 and are often used as first cell type for a new methodology, see e.g. Ref. 17. In terms of throughput,
recent literature have demonstrated the superiority of hydrodynamic deformability assays with single cell image
analysis, in some cases even in real time .18–23 When high throughput is the target, hydrodynamic deformability
assays thus outperforms optical stretching assays as such. Nevertheless, we envision that future development may
combine sorting based on high throughput abilities of hydrodynamic deformability assays with the opportunities
of more detailed single cell investigations offered by optical trapping methodology.
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Seen from an engineering perspective, the construction of optical stretchers in a microfluidic chip may start
with a decision on the chip material and chip production method. Next, since proper optical stretching relies on
a good alignment of two counter-propagating and preferentially TEM00 Gaussian beams, means of light delivery
should be decided. Last, since the optical stretching zone within the microfluidic channel is highly localized, also
vertically, a larger fraction of the population of the cells may reach the optical stretching zone if vertical position
control is considered too. Below, options for all of these engineering choices will be discussed.
As will be discussed, for the optical stretcher setup, injection molded polymer chips, in which single mode
commercial optical fibers are mounted, offers a good compromise in the various design choices. Alas, injection
molded polymer chips are also well suited for setups focused on hydrodynamic deformability, and the final
sections of the manuscript will describe one such chip design and provide preliminary results on large samples
of red blood cells.
2. DESIGN CONSIDERATIONS FOR OPTICAL STRETCHER ASSAYS
The original design of a microfluidic stretcher by the Guck-group5 is based on a square capillary mounted in an
SU-8 structure with grooves for the optical fibers perpendicular to the square slit for the square capillary. In this
original work, vertical position control was addressed by creation of different vertical depths of the fiber grooves
with respect to the depth of the groove for the square capillary within the SU-8 structure, and repositioning
of the optical fibers with each new cell sample type (J. Guck, private communication). Our focus has been
to investigate other implementations of vertical position control as well as low cost, potentially single use,
microfluidic solutions, preferably allowing for parallel processing. The latter can be obtained with designs based
on hard polymer materials, either processed by hot embossing24 and certainly so when processed by injection
molding.25,26 Our current preference is for a simple design of an injection molded polymer chip,25 the design of
which is illustrated in Fig. 1B.
Table 1. Design options attempted in our lab
Chip material Light delivery Vertical position control
Fused silica Waveguides by femto-second laser writing Acoustic forces27,28
Hard polymer materials (TOPAS) Single mode optical fibers None25
Hard polymer materials (TOPAS) Single mode optical fibers Hydrodynamic forces26
Hard polymer materials (PMMA) UV inscribed waveguides None24
Soft polymer materials (PDMS) Single mode optical fibers Acoustic forces 29
Table 1 summarizes the designs investigated in our previous work, already to a large extent reviewed in
Ref. 30. Details of the experimental setup may be found in the papers referenced in the table. In brief, the
simplest design is based on rapid prototyping of the fluidic channel in Polydimethylsiloxane (PDMS) in which
fiber grooves are molded too. This chip was constructed without any clean-room work. The PDMS unit is
bonded to a glass lid and a glass bottom by means of plasma bonding in an oxygen plasma. Fluidic inlets are
drilled in the glass lid prior to bonding. For vertical position control, the unit is positioned on a piezo crystal
with a resonance frequency matching the height of the fluidic channel.29 The same vertical position control works
even better with a microfluidic chip created purely in fused silica.27 In this case, light delivery was achieved by
femto-second laser written waveguides, obtained in a manner similar to that described in Ref. 31. By such direct
inscription of the light delivery solution, alignment is perfect. The disadvantage of the solution is loss of laser
power both within the waveguides and in the coupling between the fiber-coupled laser and the waveguide of the
chip.
For parallel processing in polymer materials, we have investigated both Poly(methyl methacrylate) (PMMA)
and the Cyclic olefin copolymer (COC) TOPAS R©grade 5013. For the microfluidic chip created in PMMA, a
straight fluidic channel was obtained by hot embossing, and perpendicular waveguides by UV modification of
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the refractive index of the PMMA.24 As for the glass chips, this solution suffers from loss of laser power both
within the waveguides and in the coupling between the fiber-coupled laser and the waveguide of the chip. No
vertical position control was attempted with this microfluidic solution.
The injection molded polymer chips investigated in Refs. 25,26 requires substantial clean-room processing for
the creation of the Ni-shim that is used in the injection molding process, but once the mold is there, thousands
of presumably identical microfluidic chips can be available. By the choice of designs that include commercial
optical fibers for light delivery, the problem of a lossy coupling between laser and microfluidic system is avoided.
Implementation of vertical position control by acoustic forces in a polymer material is, however, not straight-
forward, due to the relatively low sound speed and acoustic impedance in most transparent plastics. This implies
that acoustic energy may be transferred to, and lost in, the device itself, and detailed 3D modeling of the pressure
fields in the entire device is required in order to find the conditions for acoustic resonance.32 As an alternative,
vertical position control may be achieved passively by flow focusing that only requires channels to be defined at
different depths on the master. Such vertical position control through choice of 3D design of the microfluidic
channels has been attempted,26 but discontinued due to lack of resources.
Figure 1. Illustration of the optical stretcher setup based on an injection molded microfluidic chip. Part A sketches how
the microfluidic chip is connected to laser- and pressure control, and visualization within a standard bright field optical
microscope, equipped with a CCD camera. Details may be found in Ref. 25. Part B provides a more detailed overview of
the injection molded microfluidic chip, with channels for the fluidics as well as channels for the optical fibers. Four out of
12 available LUER fittings from the injection molding tool are used for fluidic connection. The core of the experiment,
the optical stretching itself, takes place where the two channels cross - a location also sketched in the zoom at the bottom
of part A.
3. HYDRODYNAMIC STRETCHING IN INJECTION MOLDED CHIP
As already discussed, single cell deformability studies with high throughput, i.e. thousands of cells per second,
is more readily obtained by hydrodynamic forcing through microfluidic design.18,19 One option relies on defor-
mation by the soft cell as it passes through a microfluidic constriction, and visualization at high speed.19 Our
take on this approach is to conduct the experiments in an injection molded polymer chip, with one particular
design illustrated in Fig. 2A. This setup has been used in studies of red blood cells from adult donors, as well as
from umbilical cord samples, obtained right after the birth of a healthy newborn.
3.1 Experimental methods
The microfluidic chip consists of eight parallel channels each leading to a common outlet channel via a microfluidic
constriction, see Fig. 2A. All channels are defined at a single depth of 30 µm. The outlet channels are 100 µm
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Figure 2. Illustration of a setup for hydrodynamic deformability determination, based on an injection molded microfluidic
chip. Part A provides an overview of the injection molded microfluidic chip, with channels for the fluidics. This includes
8 inlets that may be used for diluted cell samples. In the experiments below, we used two of these. Part B illustrates the
core of the experiment, where red blood cells enter a constriction and are imaged under constant flow. Part C shows how
the microfluidic chip is connected to pressure control, and visualization within a standard bright field optical microscope,
equipped with a high speed CCD camera with corresponding acquisition software.
wide, whereas the microfluidic constriction have a minimum width of 4.5 µm at the bottom and 6.5 µm at the
top (Fig. 2B.).
A nickel shim for injection molding was fabricated using standard clean room processes.33 The devices were
injection molded with the COC polymer TOPAS R©grade 5013 with a melting temperature of 250 ◦C using a mold
temperature of 115 ◦C and a shim temperature of 150 ◦C, a holding pressure of 1155 bar and a cooling time of
15 s, at a demolding temperature of maximum 135 ◦C. The injection molder (Engel) was equipped with a tool
that creates 12 Luer fittings on each device. The Luer fittings are used as reservoirs containing up to 20µL of
solution and are connected to a pressure controller (Fluigent MFCS EZ) to drive the sample from a reservoir
through the corresponding constriction (Fig. 2C.).
The microfluidic channels on the injection molded parts are sealed with a 150µm thick TOPAS R©grade 5013
foil using UV-assisted thermal bonding. Briefly, devices and lids are exposed to UV-light from a mercury arc
lamp for 120 s before they are brought in contact and loaded for 3 minutes at 5.1 MPa and a temperature of
125 ◦C in a heated press (P/O/Weber). This creates a strong bond between the two surfaces without deformation
of the microfluidic channels since Tg of TOPAS
R©5013 is 130 ◦C. The microfluidic device is primed with ethanol
at high pressure then filled with an aqueous buffer (CellStab, see details below) so it is ready to receive the blood
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sample.
3.2 Experimental assay and protocol
A small sample (2.6 µl) of entire blood with anti-coagulant EDTA or heparin is diluted in 1 ml of CellStab
(BioRad Switzerland). A small amount (20 µl) is then transferred to the relevant well in the microfluidic chip,
and a flow is induced by applying a pressure of 4 mbar. The flow is visualized in an optical microscope (Zeiss
Axiovert 200M with a 100×/1.25 Acroplan oil immersion objective), equipped with a high-speed camera (AOS
S-motion). The setup is illustrated in Fig. 2C.
Image sequences of 80.000-160.000 images are recorded and saved on computer, before subsequent analysis
by custom-made routines written in Matlab (R2016b and R2017a), as detailed below. A given microfluidic chip
has been used for samples from up to 20 donors. Between each new sample, the chip is rinsed thoroughly with
CellStab.
3.3 Image analysis
Figure 3. Images of a red blood cell on its passage through the microfluidic constriction. The left part, panels A-E,
illustrates obtention of the characteristic time denoted “entrance time”, whereas the right part, panels F-H, illustrates
how the “transit time” is found. The entrance time is determined as the time between image B and image E whereas the
transit time is determined at the time between image F and image H.
Image analysis is carried out in two steps. First, images in which no cells are present are identified and
subsequently used as background images that may be subtracted from images containing one or more cells.
Next, individual cells are identified and followed in a series of subsequent images, typically a given cell appears
in around 60-70 such subsequent images. At the same time, characteristic numbers describing the individual
cell during its passage through the narrow constriction are determined. In a first round of analysis, efforts
were concentrated on analysis of the ratio of entrance time to transit time, with the definition of the two times
described in Fig. 3, inspired by work of others.16,34 The front-edge and back-edge positions, and the time-stamp
of the individual images, are used to provide values for entrance time and transit time in the constriction channel.
The box surrounding the cell is determined by converting the gray-scale image into a black-and-white image,
Proc. of SPIE Vol. 10935  1093516-5
Downloaded From: https://www.spiedigitallibrary.org/conference-proceedings-of-spie on 19 May 2019
Terms of Use: https://www.spiedigitallibrary.org/terms-of-use
and then using the inbuilt Matlab function regionprops to find the cell as a so-called connected component.
The command regionprops then also provides a Bounding Box. These initial studies were used to check if there
were any variations between measurements made in supposedly identical, injection molded microfluidic systems.
We concentrated on the ratio of the two times rather than the times as such since any disturbances of the flow
upstream or downstream, invisible to us during the experiment, would influence the absolute values of the times
extracted, but not their ratio.
The image analysis provides a data set of 37887 adult cells, stemming from 99 adult donors, and 8549 fetal
cells, stemming from 56 umbilical cord samples.
3.4 Results and discussion
First, the variation in the ratio of entrance time to transit time is investigated between individual samples,
stemming from both adult and fetal donors. As an initial control experiment, results from independent measure-
ments in the same chip with samples from the same donor were compared. Then, the mean value of the ratio of
entrance time to transit time for each individual donor was found, and compared with that from other donors,
with measurements either in the same chip or in a supposedly identical copy of the microfluidic chip. These
latter results, shown in Fig. 4, suggests that variation in the ratio of entrance to transit time is due to variations
between individual donors rather than due to a change of microfluidic chip. Unfortunately, measurements of
samples from the same donor was not repeated with different copies of the chip.
In order to document the statistical variations, we performed ANOVA statistical tests, using the inbuilt
functions fitglme and anova in Matlab R2017b, to check for variation both between individual donors and
between different copies of the chip. For the latter, any variation observed is likely to be due to the manual
mounting of the chip in the microscope and subsequent manual focusing which may result in slight differences
in the imaging conditions rather than differences in the injection molded chip itself. We tested for the null
hypothesis that neither chip-to-chip nor donor-to-donor variation should be significant. For both adult and fetal
donors, the logarithm of the set of values for the time-ratio was used rather than the raw set of values for the
time-ratio since the latter did not appear to be normally distributed. Rather, the distribution of the values for
the raw time-ratio was skewed with a tail extending towards the larger values of the time-ratio.
For the adult donors, the null-hypothesis is accepted with a p-value of 0.2 for chip-to-chip but a low p-value
of 0.03 for donor-to-donor significance. For the umbilical cord donors, the null-hypothesis is rejected. Further
experiments are ongoing and will demonstrate to which extent the experimental assay is sufficiently reliable as
basis for further model development and data analysis.
4. SUMMARY
We have demonstrated that injection molded microfluidic chips are promising devices both as basis for optical
stretching experiments and for hydrodynamic deformability assays. One chip design for the latter has been
investigated in this work, but in ongoing work, we compare this design with results in a design with more
shallow fluidic channels. With shallow fluidic channels, cells are forced to stay in focus while passing through
the constriction, and our preliminary results indicate a better ability to distinguish details in the images of the
individual cells. For this purpose, we work with development of statistical models and potentially ability to
distinguish cells that originate from donors of different age or pathology.35,36
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Figure 4. Figure showing the results of the measurements of the ratio of entrance time to transit time, with the mean
value found from measurements on between 200 and 400 cells for each of the 59 individual umbilical cord donors (upper
part) and each of the individual 101 adult donors (lower part). Blue boxes indicate the standard deviation, with red
horisontal line as the median. Red crosses indicate outliers. Dashed purple vertical lines indicate change of microfluidic
chip.
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